
INTOX EC!IR II

Instrument Serial Number
Quality Assurance Worksheet

Worksheet Start Date ~F2iø~t~X4j

Location

Address

L
737 N 5th St R

DES Technician

F Laboratory

License No.

r On-Site

Site Specification: No detrimental environmental conditions exist. r

Instrument Barometer (mm HG) Reference Barometer (mm HG)

Measurement Assurance Check

RB Calibration Due

Standard (sea level)

Precision
0.003

PA Target minimum maximum

sample mm sample max

WARNING

0.287 0.290

Sample 1 0.290
Sample 2 0.288
Sample 3 0.287

Standard (sea level)

Precision
0.002

0.100
PA Target minimum maximum

0.099 0.096 0.102
sample mm sample max

WARNING

0.095 0.097

Sample 1 0.097
Sample 2 0.096
Sample 3 0.095

Notes:

Dry gas standard Lot No. (with tank no.)

F Replaced dry gas standard (+0-ring)

F Installed at Location

F Remoied to DFS-Central

Supplies
Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:
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Reference Barometer(RB)Serial # ~~I4TfLfb~d9TitS

0.300 0.297 0.288 0.305



Instrument Serial Number Certification Date

J7~ Calibrated W Certified W Measurement Assurance Check

r Instrument Test r Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.245
0.250 0.248 0.240 0.255 Sample 2 0.246

Precision sample mm sample max Sample 3 0.245
0.001 0.245 0.246

Standard (sea level) PA Target minimum maximum Sample 1 0.147
0.150 0.149 0.144 0.153 Sample 2 0.146

Precision sample mm sample max Sample 3 0.146
0.001 0.146 0.147

Standard (sea level) PA Target minimum maximum Sample 1 0.077
0.080 0.079 0.076 0.082 Sample 2 0.077

Precision sample mm sample max Sample 3 0,077
0 0.077 0.077

Standard (sea level) PA Target minimum maximum Sample 1 0.018
0.020 0.020 0.017 0.023 Sample 2 0.018

Precision sample mm sample max Sample 3 0.018
0 0.018 0.018

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

~fe)is”
DFS Technician Date

I

Issuing Analyst Date ‘i/c //r
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Intox EC/IR—IX: Calibration

Department of Forensic Science
Serial Number: 010559 Test Number: 360

Tent Date: 11/20/2014 Test Time: 14:19 liST
Dry Gas Target: 0.099

Lot Number: 3441310013-02 Exp Date: 01/01/2016
Tank Pressure: 973 psi Barometric Prôsure: 753 mmHg

System Check: Passed

Test g/210L Time
BLK 0.000 14:20
CAL 0.099 14:21

Test Status: success

Calibration CRC: 028AE032



~6H
Intox EC/IR-Il: Certification

Department of Forensic Science
Serial Number: 010559 Test Number: 361

Test Date: 11/20/2014 Test Time: 14:24 5SF

Technician Initials: OWl
Dry Gas Target: 0.248

Lot Number: 0771325014—01 Exp Date: 05/01/2015
Tank Pressure: 272 psi Barometric Pressure: 753 mmffq

System Check: Passed

Test g/210L Time
DIAG Pass 14:25
BLK 0.000 14:26
CHIC 0.249 14:26
BLK 0.000 14:28
CHIC 0.249 14:29
BLK 0.000 14:30
CHIC 0.245 14:31

Out of tolerance

Standard Value Cat sea level): 0.250 g/210L

Certification Status: Failure



48/1
tatox SC/ZR—It: Certification

Department of Forensic science
aerial Number: 010559 Test Number: 362

Test Date: 11/20/2014 Test Time: 14:38 1ST

Technician Initials: DBH
ory Gas Target: 0.248

tot Number: 07?13250x4-01 EX~ Date: 05/01/2015
Tank eressure: 267 psI Barometric eressure: 753 mm#q

system check: Passed

Test g/210L Time
DIAG Pass 14:38
BLK 0.000 14:39
CHK 0.245 14:40
BLK 0.000 14:42
CHIC 0.246 14:42
BLI( 0.000 14:44
CHIC 0.245 14:45
MAC 0.000 14:47

Success

Standard Value (at sea level): 0.250 g/2101.

Certification Status: Continued



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number; 010559 Test Number: 363

Test Date: 11/20/2014 Test Time: 14:50 EST

Technician Initials: DBFI
Dry Gas Target: 0.149

Lot Numher~ 07?1315013—02 Exp Date: 05/01/2015
Tank Pressure: 595 psi Barometric Pressure: 753 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 14:50
BLK 0,000 14:51
CHIC 0.147 14:52
IBLK 0.000 14:53
CHIC 0.146 14;54
BLK 0.000 14:56
CHIC 0.146 14:56
BLK 0.000 14:58

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued



Wi
tntox EC/flt—II: Certification

Department of Forensic science
Serial Number: 010559 Test Number: 364

Test Date: 11/20/2014 Test TIme: 15:01 EDT

Technician Initials: DIII
ory Gas Target: 0.079

tot Number: 34413060r2—02 Exp Date: 01/01/2016
Tank wressure: 301 psi Barometric pressure: ?53 rumHg

System Check: Passed

Test g/210L Time
DIAG eass 15:01
BLK 0.000 15:02
01K 0.077 15:03
ELK 0.000 15:04
CHK 0.077 15:05
BLK 0.000 15:06
CHIC 0.077 15:07
ELK 0.000 15:08

Success

Standard Value (at sea level): 0.080 g/210L

Certification Status: Continued



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010559 Test Number: 365

Test Date: .11/20/2014 Test Time: 15:10 EST

Technician Initials: 08ff
Dry Gas Target: 0.020

Lot Number: 0771302011-03 Exp Date: 05/01/2015
Tank Pressure: 487 psi Barometric Pressure: 7.53 mmhg

system Check: Passed

Test g/210L Time
DIAG Pass 15:10
BLK 0.000 15:11
CHIC 0.018 15:12
BLK 0.000 15:13
CHIC 0.018 15:14
BLK 0.000 15:16
CHIC 0.018 15:16
BLK 0.000 15:17

Success

Standard Value (at sea level): 0.020 g/210L

certification Status: success



JsJ1
Intox ~C/ttk-ttl Accuracy check -rhv
Department of Forensic Science

Serial Number: 010559 Test Number: 367
Teat Date: 11/20/2014 Test Time: 15:34 ES?

Dry Gas Target; 0.099
Lot Number: A6316301—30 Exp Date: 06/12/2015

Tank Pressure: 178 psi Barometric Pressure: 753 mmHg
System Check: Passed

Test g/210L Time
BLK 0.000 15:34
CHK 0.097 15:35
BLK 0.000 15:37
CHIC 0.096 15:37
BLIC 0.000 15:39
CHK 0.095 15:40

Test Status: Success

Calibration CRC: 028AE032

OUt Of ~-oLgPetNCC PeA’ GA ~,oflSfre~r
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Intox EC/IR-TI: Accuracy check

Department of Forensic Science
Serial Number: 010559 Test Number: 366

Test Date: 11/20/2014 Test Time: 15:22 EST
Dry Gas Target: 0.297

Lot Number: 40421201 -03 Exp Date: 07/31/2016
~Pank ~re~nurei leg p~i tarora’~tria rre~ur~: 7.53 rnm#q

System Check: Passed

Test g/210L Time
ELK 0.000 15:23
CIIK 0.295 15:24
ELK 0.000 15:26
CHK 0.293 15:26
ELK 0.000 15:28
CHK 0.291 15:29 *

Test Status: Success

Calibration CRC: 028AE032

OV7Oj’~qj~jgc~ fe~ ~q z.aa,9eer
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Intox EC/IR—Il: Accuracy Check

Department of Forensic Science

Test Status: Success

Calibration CRC: 028AE032

GOT o~( yô

~rn YJiJ≠tç.
t2~ Q4~4icIfRJfl€Ei

Serial Number: 010559
Test Date: 11/20/2014

Lot Number:
Tonic ~resoure:

Test Number: 368
Test Time: 15:45 557’

Dry Gas Target: 0.297
AG421201-03 Exp Datet 07/31/2016

.149 ps’I Barometric Pressure: 753 mmffg
System Check: Passed

Test g/210L Time
BLK 0.000 15:46
CHK 0.290 15:47
BLK 0.000 15:48
CHK 0.288 15:49
BLK 0.000 15:51
CHK 0.287 15:52


